Dräger Fabius GS Ventilator Failure: An Unusual Cause.
Understanding the functioning of modern anesthesia workstations is very important because workstation failures in the intraoperative period may place the patient at risk of perioperative hypoxia and lead to unnecessary anxiety and confusion among anesthesia care providers. We present and simulate a critical event leading to Dräger Fabius GS ventilator failure.